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Notice the replaceable needle 
tip. Please be aware of the 
sharp needle tip!

Pull out the replaceable needle 
tip by hand or use pliers.

Pick up the new needle tip and 
insert in the sleeve with pliers.

Press the needle vertically against a flat, stable surface and set it to the desired length. The length 
can be adjusted to match the short GNG position.


